D eep brain stimulation (DBS) is an established surgical treatment for Parkinson's disease (PD), essential tremor, and dystonia. 2, 4, 8, 10 Patient selection, target choice, and surgical accuracy are the foundation for a successful DBS outcome. However, in some cases, revision or reimplantation is needed due to limited benefits, device failure, or infection involving the hardware. There are relatively few published series describing the outcomes after lead revision or reimplantation.
D eep brain stimulation (DBS) is an established surgical treatment for Parkinson's disease (PD), essential tremor, and dystonia. 2, 4, 8, 10 Patient selection, target choice, and surgical accuracy are the foundation for a successful DBS outcome. However, in some cases, revision or reimplantation is needed due to limited benefits, device failure, or infection involving the hardware. There are relatively few published series describing the outcomes after lead revision or reimplantation. 5, 15 Thus, little is known about the potential risks and benefits of DBS revision surgery. 16 In this study, we present our outcomes after revision or reimplantation surgery in patients with infections, device failure, or unsatisfactory results after DBS surgery for PD. As for any surgical procedure, revision surgery carries a greater complexity and thus outcomes may differ from index procedures in both safety and efficacy.
Methods
After institutional review board approval, we retrospectively reviewed data extracted from the electronic medical record for patients with documented intracranial DBS lead removal or revision at our institution between 2010 and 2016. This study was exempted from obtaining individual informed consent due to the nature of the study, which consisted of a retrospective review of medical records and images. Demographic data, indication for removal or revision, procedure time, outcomes, and lead location for reimplants were analyzed for all patients who underwent Outcomes following deep brain stimulation lead revision or reimplantation for Parkinson's disease DBS for PD. The Movement Disorders Society-Unified Parkinson Disease Rating Scale Part III (motor subscale) (MDS-UPDRS III) scores were compared prior to and 6 months after reimplantation. Patients with UPDRS III scores had that score converted to MDS-UPDRS III. 7 The indications for removal or revision were categorized as follows: 1) infection; 2) suboptimal outcome; or 3) device failure. Infection was defined as clinically evident purulent discharge, erythema, or tenderness around any component of the hardware that led to the removal of the intracranial lead. In addition, hardware exposure even in the absence of inflammatory signs was also classified under infection. Suboptimal outcomes included documented adverse effects at low-amplitude thresholds and/or limited benefits despite repeat programming. Finally, device failure was defined as a malfunction of the device that prompted revision surgery. Examples under this category include high impedances in the intracranial lead and lead fractures.
The iPlan 3.0 planning software (BrainLab AG) was used to calculate the distance between the lead location before and after surgical revision based on the respective imaging series among the patients who had subthalamic nucleus (STN) DBS. Preoperative (i.e., prerevision or removal) and postoperative CT scans or T1-weighted MR images from each lead revision or reimplantation procedure were fused and the images were reformatted along the anterior commissure-posterior commissure (AC-PC) plane. To evaluate lead shifts within the STN area, virtual targets were created for the center of the lead at 3.5 mm below the AC-PC line before and after surgery. We chose this measurement to better evaluate the lead shifts in the medial-lateral and anterior-posterior axis. The distance from the center of the electrode to the midcommissural point was then extrapolated from the virtual target in the initial implant (X1, Y1) and after the revision surgery (X2, Y2). For better spatial visualization, the lead locations pre-and postrevision or reimplantation were plotted in a schematic drawing, adapted from the Schaltenbrand and Wahren atlas, 17 representing the axial slice at 3.5 mm below the AC-PC line in that atlas. The vector distance between the initial and revised leads in the axial plan was calculated using the following equation:
Vector distance = .
Surgical Procedure
Patient selection criteria for DBS implantation as well as surgical techniques have been published elsewhere by our group. [11] [12] [13] For lead reimplant surgery due to infection, it is our routine to obtain an imaging scan on all patients prior to lead removal because this may guide the planning for reimplantation once the infection has been successfully treated. Lead revision surgery due to a suboptimal outcome or lead failures were completed in stages: lead removal followed by reimplantation. In most patients, reimplanted leads were guided by awake electrophysiological techniques. For lead failures, we attempted to insert the lead using the same target where possible.
Statistical Analysis
Statistical analysis was performed using IBM SPSS Statistics software, version 20.0 (IBM Corp.). Descriptive statistics was used to describe our cohort. Paired t-tests were used to analyze the outcomes after revision surgeries. Patients who did not have pre-or postrevision scores were not included in this analysis.
Results
In total, 34 leads were removed from 25 patients (19 males and 6 females) with PD between 2010 and 2016. The mean age at removal was 62.21 years (SD 9.97 years). As shown in Fig. 1 , 23 leads were removed from 17 patients after an infection was diagnosed, 9 leads were removed from 7 patients who had suboptimal outcomes, and 2 leads were removed from 2 patients after a device failure (a total of 26 reasons for removal in 25 patients).
As a DBS referral center, we treated 6 patients with 9 leads (26.4%) that had been initially implanted at another hospital. Among all patients who had a lead removed, 13 underwent another surgery for reimplantation (12 males and 1 female). The mean age at reimplantation was 60.92 years (SD 9.59 years). The average time between removal and reimplantation surgery across all patients was 91.56 days (SD 125.59 days). Among infected patients the mean time to reimplantation was 189.43 days (SD 164.16 days), and among patients with suboptimal outcomes the mean time to reimplantation was 32.11 days (SD 6.23 days). The mean procedure time for hardware removal surgery was 76.38 minutes (SD 43.10 minutes) and for reimplantation surgery it was 256.50 minutes (SD 166.68 minutes).
Lead Removal Without Replacement
Twelve patients who had the lead removed did not undergo reimplantation. All patients who underwent removal without reimplantation had the lead removed for an infection. The time between implant and removal, target nucleus, reason for lead removal, and why these patients elected not to undergo reimplantation are summarized in Table 1 . The rationale for not reimplanting the lead included cognitive decline following the original surgery, patient choice, comorbidities, and the threat of hardware erosion in patients with impaired skin integrity at the operative site. 
Removal and Reimplantation
Thirteen of 25 patients (52%) elected to have the lead reimplanted after removal. Seven leads were replaced after an infection, 9 leads were replaced because of limited benefit or side effects at low threshold, and 2 leads were replaced due to device failures. Two patients had bilateral leads revised for suboptimal outcomes. Both patients had undergone initial surgery at another hospital and bilateral revision after analyzing outcome and lead location. One patient had bilateral lead revision in a single procedure, and the other had a staged procedure. In this patient, the outcome was included after both sides were revised.
Taking into consideration the entire sample size, we did not find a significant improvement in the MDS-UPDRS III 13 .09]; p = 0.025). When considering only the patients who had the device removed and reimplanted after infection, we did not find significant differences when comparing outcomes before removal and after reimplantation (p = 0.742). Table 2 summarizes the outcome data for each lead revision.
The mean total months of follow-up among the patients with reimplanted leads was 36.63 months (SD 26.32 months). During the follow-up period, two complications related to the revision were found: one patient who underwent a reimplantation 113 days after removal due to infection presented with poor healing and scabbing of the wound. This patient underwent 14 days of oral antibiotic therapy and the wound healed well, with no further signs of infections. The second patient had a pulmonary embolism on the first postoperative day. Heparin was started and on the third postoperative day he neurologically deteriorated. The head CT showed a left thalamic hemorrhage near the tip of the lead (< 5 ml). The patient later died at another facility, most likely due to medical or cardiopulmonary complications. Of 9 patients with lead revision procedures performed for suboptimal outcome, 3 had initially undergone implantation at our institution. Two patients had suboptimal outcomes associated with limited intraoperative physiological data, suggesting that intraoperative mapping remains an important technique for achieving consistent outcomes. One patient had undergone the procedure under anesthesia guided only by imaging, without intraoperative physiology, whereas the second patient underwent limited microelectrode recording (MER) mapping during the index surgery because of a high intraoperative blood pressure that did not rapidly respond to antihypertensive medications. A third patient was initially implanted with an STN lead but, because of stimulation-induced dyskinesias despite reprogramming, the decision was made to move the lead to the globus pallidus internus (GPi).
Electrode Location
The mean vector distance between the center of the STN leads before and after revision was 2.16 mm (SD 1.17 mm) at 3.5 mm below the AC-PC line. When analyzing by subgroup, the mean change distance was 1.67 mm (SD 0.83 mm) among patients treated for infection, and 2.73 mm (SD 1.31 mm) for those with suboptimal outcomes. Table 3 and Fig. 2 summarize the data.
Discussion
DBS systems, excluding the pulse generators, are intended for lifelong use. However, lead removal or revision is sometimes necessary. Such revisions may be more common at high-volume centers in which patients are seen for second opinions and in which surgery is performed in patients with higher risk or under experimental protocols. 9, 14 Very few centers so far have reported their indications and outcomes related to revision surgery. 5, 6, 15 Table 4 is a summary of the series published thus far.
The existing reports in the literature are generally favorable. Ellis et al. showed an improvement of 24.4% in off-medication/on-stimulation scores in a cohort of 11 patients with PD whose leads were reimplanted because of a suboptimal clinical benefit. 5 Anheim et al. demonstrated in a prospective series of 7 patients with poor results after STN stimulation that these patients can benefit from reimplantation; all but 1 patient improved in UPDRS motor scores 1 year after reimplantation. 1 In agreement with these studies, we found that in patients whose leads were reimplanted due to suboptimal outcome the improvement was significant. When we analyzed patients who had the device removed and reimplanted due to infection, we did not notice significant differences in outcome, suggesting that reimplantation after infection can be successfully accomplished. Although management of infection is costly, 3 it seems that it is possible to recapture the initial gain of DBS after reimplantation. Given the small sample size of this subgroup, we suggest that a larger study is needed to assess potential loss of DBS efficacy after removal and reimplantation of leads due to infection. In patients with suboptimal benefit following DBS, the workflow to revise the system seems to vary from one center to the next. For example, a lead can be inserted into a new position while the existing DBS lead is kept as an internal reference point, with 6 or without MER. 15 By leaving the misplaced lead in position, the new electrode will not migrate into the previous tract. Furthermore, some centers report not removing the suboptimal lead after the new lead is implanted because of the risk of hemorrhage. Repositioning can also follow removal of the index lead, as preferred by our group. 5 Advantages of 2-stage revision are avoidance of lead migration into a previous tract (by allowing the trajectory path to heal before reimplantation) and, possibly, better MER.
We found a mean change of 2.16 mm (SD 1.17 mm) in lead position when considering all patients, 1.67 mm (SD 0.83 mm) for reimplantation related to infection, and 2.73 mm (SD 1.31 mm) for those patients who had reimplantation related to a suboptimal outcome. The comparison between unsuccessful and successful lead placement in the same patient can offer valuable insights regarding the best predictors for postoperative outcomes. In our series, lead reimplantation was in general effective at improving outcomes after limited benefits from an index surgery. Richardson et al. superimposed internal landmarks onto the Schaltenbrand atlas and concluded that lead revision directed to a central location within the STN can improve symptom management. We found similar results for the patients whose leads were reimplanted for suboptimal outcomes. In Richardson et al.'s series, the lead was adjusted 2.3-4.9 mm in the axial plane. 15 Ellis et al. found a mean euclidean distance of 5.5 mm between the active DBS contact before and after revision. 
Conclusions
Lead removal and reimplantation is feasible and mostly safe after infection, device failure, or limited benefits after the first surgery. The data indicate that it is indeed possible to improve outcomes after limited benefit is achieved from an index implantation by removing the electrode and reimplanting it in a separate surgery. The reasons for not reimplanting the lead are variable and include cognitive decline following the original surgery, patient choice, and comorbidities.
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